
Vorbereitung der Materialien

Verwenden Sie nur von KORU Medical Systems hergestelltes Freedom System-Zubehör (Precision Flow Rate 
Schlauchsets und HIgH-Flo Subkutan-Sicherheitsnadelsets) mit dem FreedomEdge Spritzenantrieb. Die Ver-
wendung von Produkten anderer Hersteller kann zu unbekannten Flussraten führen.

Bedienung des FreedomEdge Infusionssystems

FreedomEdge Spritzenantrieb
• komplett tragbares System
• keine Batterien oder Elektrizität
• konstanter, sicherer Druck

Pumpennase
(schützt die  

Schlauch- 
verbindung)

Zubehör zusammenstellen:

Precision Flow Rate Tubing™
(Prüfen Sie die F-Nummer der Schläuche.)

HIgH-Flo Subcutaneous
Safety Needle Sets™

Medikament
Mini Spike Aufziehkanüle

Desinfektionspads

Product Listing

2-Needle Sets
box of 10       
Length Item #

24 Gauge Needle Sets:

Low Residual Volume 
Y-Connector

LRVY Box/50
Item #

FEXT Box/20
Item #

24”  Tubing 
Extender

Related Options:

Low Flow Rate Kit
Item #  L20KT
Contains:  (3) F30
(2) F45    (8) F60
(4) F120   (3) F180

Contains:   (2) F275
(5) F600   (5) F900
(4) F1200  (4) F2400

High Flow Rate Kit
Item #  H20KTItem #

F8
F10
F15

F3
F3.8
F5

F0.5
F1
F2

Very Low Flow
Item #

F120
F180

F30
F45
F60

Low Flow
Item # F600

F900
F1200
F2400

F275
F420
F500

High Flow

SCIg Flow Rate Tubing Item Numbers:

s l ow flow moderate flow rapid flow

Most Common Flow Rate Tubing

 F275   F420   F500   F600   F900   F1200   F2400

(4-Needle Set)

Actual Needle Lengths (26g):

3-Needle Sets
box of 10       
Length Item #

4-Needle Sets
box of 10       
Length Item #

5-Needle Sets
box of 10      
Length Item #

6-Needle Sets
box of 10
Length Item # 

26 Gauge Needle Sets:
1-Needle Sets
box of 20       
Length Item #

3-Needle Sets
box of 10       
Length Item #

2-Needle Sets
box of 10       
Length Item #

4-Needle Sets
box of 10       
Length Item #

1-Needle Sets
box of 20       
Length Item #

FREEDOM60® Syringe Driver 
with Travel Pouch

Replacement Travel Pouch (grey) 
Zebra Print Travel Pouch (pattern)

F10050

345400
F10080

Item #
FreedomEdge® Syringe Driver  
with Travel Pouch

Replacement Travel Pouch 
(grey)

F10020

347400

Item #

The FREEDOM60® and FreedomEdge® Syringe Infusion Systems, Precision Flow Rate Tubing™ and HIgH-Flo Subcutaneous Safety Needle Sets™
are registered trademarks of KORU Medical Systems and are compliant with Medical Device Directive 93/42/EEC. KORU Medical Systems is
ISO 13485 certified. © 2019 KORU Medical Systems; All Rights Reserved.   KORU_BR_FreedomInfSys_03-10030vB

RMS42406
RMS42409
RMS42412

RMS32406
RMS32409
RMS32412
RMS32414

RMS22406
RMS22409
RMS22412
RMS22414

6mm
  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

6mm
  9mm
12mm
14mm

RMS12406
RMS12409
RMS12412
RMS12414

6mm
  9mm
12mm
14mm

6mm
  9mm
12mm FREEDOM

Integrated
Infusion System 

RMS12604
RMS12606
RMS12609
RMS12612
RMS12614 

RMS22604
RMS22606
RMS22609
RMS22612
RMS22614 

RMS42604
RMS42606
RMS42609
RMS42612
RMS42614 

RMS52604
RMS52606
RMS52609
RMS52612
RMS52614 

RMS32604
RMS32606
RMS32609
RMS32612
RMS32614 

RMS62604
RMS62606
RMS62609
RMS62612
RMS62614

Enhancing Patient Outcomes
845•469•2042
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Sichtfenster zum  
Verlauf der Infusion

vollständig geschlossen

ausgezogen

komplett ausgezogen  
und offen

Deckel schließen, 
um Infusion zu 
beginnen

Scharniere

Spritzenpusher 
(drückt den Spritzenkolben mit 
einem sicheren Druck, um das 
Medikament freizusetzen)

20 ml oder 30 ml 
BD SpritzeLuer-Scheibe 

(verhindet Kontamination und 
sichert die Durchflussrate) 

Luer-Halterung 
(positioniert die Luer Scheibe richtig 
und hält die Spritze in Position)

Spritzenfixierung 
(fixiert den Flansch der Spritze, 
um die Spritze in der richtigen 
Position zu halten)

Die Fläche, auf der Sie Ihre Materialien 
bereitlegen, vorher desinfizieren. 
(QR-Code für Trainingsvideo scannen.)

 Dieser Beileger ersetzt nicht die Gebrauchsanweisung des verantwortlichen Herstellers. Bitte beachten Sie stets die originale 
Gebrauchsanweisung, die jedem Produkt beiliegt.

Medication BD® 20 oder 30 ml Syringe:
(Reference # 300629 or # 301229)



Lesen Sie jeden Schritt sorgfältig durch, 
bevor Sie mit der Infusion beginnen.

1  Desinfizieren
Reinigen Sie Ihre Arbeitsfläche für die 
Infusion mit Alkohol oder desinfizie-
render Seife und Wasser. Waschen Sie 
Ihre Hände gründlich und ziehen Sie 
bei Bedarf Einweghandschuhe an.

2  Prüfen Sie Schläuche 
und Nadeln
Vergewissern Sie sich, dass Sie die 
richtigen Präzisionsschläuche und 
HIgH-Flo-Nadelsets nutzen, die Ihnen 
Ihr behandelnder Arzt verschrieben 
hat. Überprüfen Sie die Schläuche und 
Nadelsets. Falls beschädigt, entsorgen 
und ersetzen Sie sie und wenden Sie 
sich an Ihren Hilfsmittelversorger.

3  Spritze vorbereiten
Stellen Sie sicher, dass das Medika-
ment Raumtemperatur hat. Lesen 
Sie die Anweisungen des Arzneimit-
telherstellers oder fragen Sie Ihren 
Hilfsmittelversorger nach detaillierten 
Anweisungen zum Befüllen. Wenn Sie 
eine vorgefüllte Spritze verwenden, 
fahren Sie mit Schritt 4 fort. Bei der 
Verwendung von Durchstechflaschen 
befüllen Sie die BD 20 oder 30 ml Sprit-
ze(n) mit der erforderlichen Dosis.

4  Schläuche befestigen
1. Schläuche entwirren und bereitlegen. 

2. Entfernen Sie die sterilen Kappen 
von den gegenüberliegenden Enden 
des Schlauchsets und HIgH-Flo-Nadel-
satzes und verbinden Sie sie; dabei 
darauf achten, dass die Enden nicht 
kontaminiert werden. 

3. Entfernen Sie die sterile Kappe vom 
Luer-Scheiben-Ende des Precision 
Schlauchsets und schließen Sie es an 
die Spritze an.

5  Schlauch vorbereiten
Befolgen Sie stets die Bedienungsan-
leitung des Herstellers. Nehmen Sie die 
Medikamentenspritze und drücken Sie 
den Kolben vorsichtig mit gleichmäßi-
gem Druck nach unten. Konzentrieren 
Sie sich auf eine einzelne Nadel und 
versuchen Sie, den Fluss zu stoppen, 
wenn sich die Flüssigkeit der Nadel 
nähert. Zwischen Flüssigkeit und Nadel 
sollten noch ca. 10 cm Abstand sein. 
Nehmen Sie den Druck von der Spritze, 
um die Befüllung zu stoppen.

System und Infusionsset vorbereiten

Luer-Scheibe

Hinweis
Es wird empfohlen, die Nadeln trocken einzuführen, um Irrita-
tionen an der Stelle zu minimieren. Um das Medikament am 
besten zu sehen, empfehlen wir, den Schlauch in einem gut 
beleuchteten Bereich gegen eine farbige Oberfläche zu hal-
ten. Schwarz oder Rot funktionieren am besten. Verwenden 
Sie den unten stehenden Bereich, um Ihr Set zu grundieren:

6  Einstichstelle(n)  
vorbereiten
Wählen Sie Ihre Stelle(n), reinigen 
Sie sie mit Alkohol und lassen Sie sie 
trocknen. Entfernen Sie vorsichtig 
die Kappe von der Nadelspitze, ohne 
dabei die Nadel zu berühren.

7  Nadel einführen
Bilden Sie eine Hautfalte und führen 
Sie jede Nadel in einem 90°-Winkel in 
das subkutane Gewebe ein.

8  Sichern
Ziehen Sie die bedruckte Seite des 
Verbandes ab, um den Klebstoff frei-
zulegen. Sichern Sie die Nadel, indem 
Sie den Klebeverband in der Mitte 
des Nadelschmetterlings platzieren. 
Glätten Sie ihn nach außen über die 
Haut.

Nadeln einsetzen

90°

Hinweis
Lesen Sie in der Packungsbeilage Ihres Medikaments nach, ob 
die Überprüfung des Blutrückflusses ein erforderlicher Schritt 
ist. Falls ja, lesen Sie bitte die FreedomEdge Gebrauchsanwei-
sung für zusätzliche Schritte.

10 cm



Starten und Beenden der Infusion

Hinweis
Vergewissern Sie sich beim Schließen des Spritzenvorsatzes, 
dass der obere Deckel vollständig ausgefahren ist und mit 
dem unteren Teil bündig abschließt. 

Wenn Sie mehrere Spritzen verwenden: Sobald die erste 
Spritze leer ist, öffnen Sie die FreedomEdge. Entfernen Sie die 
Spritze und verbinden Sie eine weitere Spritze mit dem Luer-
Disc-Ende des Präzisionsschlauchsets. Laden Sie die Spritze 
und schließen Sie den Spritzenantrieb, um die Infusion fort-
zusetzen.

12  Beenden der Infusion
Sobald die Spritze vollständig geleert 
und die Infusion abgeschlossen ist, 
öffnen Sie den oberen Deckel, um die 
Pumpe auszuschalten. Entfernen Sie 
die leere Spritze und den dazugehöri-
gen Schlauch.

13  Nadel(n) entfernen
Halten Sie die Nadel in Position und 
ziehen Sie den umliegenden Klebe-
verband ab. Entfernen Sie die Nadel in 
einer geraden Bewegung. Schließen 
Sie die Flügel über der Nadel und 
klappen Sie sie zu. Falls erforderlich, 
reinigen Sie jede Einstichstelle und 
bedecken Sie sie mit einem Pflaster.

14  Verbrauchsmaterial 
entsorgen und reinigen
Entsorgen Sie alle Materialien wie 
vorgeschrieben. Wischen Sie die 
Pumpe ab (siehe Gebrauchsanwei-
sung für das vollständige Reinigungs-
verfahren).

9  Pumpe öffnen
1. Um die FreedomEdge Pumpe zu 
öffnen, ziehen Sie sie fest heraus, bis 
Sie ein Klicken hören. 

2. Heben Sie dann den oberen Deckel 
an, indem Sie die Seite vom Sockel 
lösen und bis zum Anschlag öffnen  
(siehe Abbildung auf dem Titel).

10  Vorbereitete  
Spritze befüllen
1. Legen Sie die Spritze mit der Skala 
nach oben zeigend in die Pumpe, 
so dass der hintere Spritzenflansch 
gegen die orangefarbene Spritzen-
fixierung der Pumpe drückt, und 
schieben Sie sie leicht zurück.

2. Stellen Sie sicher, dass der Spritzen-
flansch im vorderen Teil der Spritzen-
aufnahme sitzt.

3. Stellen Sie sicher, dass der Schlauch 
(mit der Luer-Scheibe) mit der Spritze 
verbunden ist. Setzen Sie die Luer-
Scheibe in die Nase des Spritzenhal-
ters, so dass die Spritze fest in dem 
Spritzenhalter sitzt. Ziehen Sie bei  
Bedarf die Spritzenfixierung zurück, 
um den Sitz der Luer-Scheibe in der 
Nase des Spritzenhalters zu unter-
stützen.

FreedomEdge befüllen

Hinweis
Sie sollten keine große Kraft aufwenden müssen, um die 
Spritze zu laden oder zu entfernen. Sie können den korrekten 
Sitz durch leichtes Ziehen an der Spritze prüfen. Sie bleibt an 
ihrem Platz, wenn sie richtig angebracht ist.

2.

1.

1.

2.

3.

Luer- 
Scheibe

11  Starten der Infusion
1. Um zu beginnen, schließen Sie den 
oberen Deckel. Die Infusion beginnt 
sofort. 

2. Überwachen Sie die Infusion in 
regelmäßigen Abständen, indem Sie 
im Sichtfenster den Verlauf der In-
fusion kontrollieren. Um die Infusion 
zu unterbrechen: Öffnen Sie einfach 
den Spritzenhalter. Zum Fortsetzen, 
schließen Sie den oberen Deckel 
wieder.

1.

2.
Sichtfenster

Zugelassene Immunglobuline 
für FreedomEdge*

Aspaveli® / Empaveli®

Cuvitru®

Gammanorm®

Hizentra®

Hizentra® 20 ml Prefilled Syringe

HyQvia®

* Stand: Herbst 2022 (ohne Anspruch auf Vollständigkeit,  
da weitere Zulassungen folgen können)



Easy to Use:
• No controls

• Just 3 steps – load, close and go

• Completely portable:
   • No batteries or electric needed
   • Travel pouch included for
     easy transport

• No alarms or product maintenance
   • Silent operation – convenient
     for patients

• Ideal for ALL users – small hands,
  limited dexterity/strength

Integrated Safety:
• Maintains safe, constant pressure

• Only KORU Freedom systems have
   DynEQ™ (Dynamic Equilibrium), which:
   • Automatically responds to increasing
     pressure (caused by tissue saturation) by
     slowing the flow rate during delivery

• Holds full pressure after infusion is complete
  to prevent blood return or drug backflow

• Eliminates:
   • Concerns of a bolus
   • Overflow
   • Overdose or runaway infusion

Quality Design:
• Made in the USA with highest level of
  quality control for defect-free product

• No sensitive electric parts

• Reliable system, consistent infusions

Versatile:
• Can be used for various administrations

• Precision tubing sets from F0.5 - F2400

Other Products:

Weight:
Length:

Width:
Height:

12 oz (0.34 kg)
Closed: 9”  (229 mm)
Extended: 11.75” (299 mm)
3.25”  (83 mm)
1.5” (38 mm)

System:
Accuracy: +/- 15%
Residual volume: <0.4 ml

Syringe:
Reservoir volume: 20 ml/30 ml (max)
(20 ml or 30 ml BD® syringes)

Technical Specs

FreedomEdge® Syringe Driver 
with Travel Pouch
Replacement Travel Pouch - blue

Item #:Product Description:
F10020

347400

Ordering Information

FREEDOM60® Syringe Infusion System
for larger infusion doses, BD® 50 ml syringe

HIgH-Flo Subcutaneous Safety Needle Sets™
available in 24G and 26G, 4 mm-14 mm lengths
and 1-6 needle leg sets

Precision Flow Rate Tubing™
for flow rates from F0.5 - F2400

24” Extension Tubing Set (FEXT)
for those who need a longer length

The FREEDOM60® and FreedomEdge® Syringe Infusion Systems, Precision Flow Rate Tubing™, and HIgH-Flo Subcutaneous Safety
Needle Sets™ are trademarks of KORU Medical Systems and are compliant with Medical Device Directive 93/42/EEC. KORU
Medical Systems is ISO 13485 certified. ©2019 KORU Medical Systems; All Rights Reserved.  FE_FL_TechSheet_03-4013vC

845•469•2042  |  korumedical.com  |  @korumedical

Syringe Driver:

Easy to Use:
• No controls

• Just 3 steps – load, close and go

• Completely portable:
   • No batteries or electric needed
   • Travel pouch included for
     easy transport

• No alarms or product maintenance
   • Silent operation – convenient
     for patients

• Ideal for ALL users – small hands,
  limited dexterity/strength

Integrated Safety:
• Maintains safe, constant pressure

• Only KORU Freedom systems have
   DynEQ™ (Dynamic Equilibrium), which:
   • Automatically responds to increasing
     pressure (caused by tissue saturation) by
     slowing the flow rate during delivery

• Holds full pressure after infusion is complete
  to prevent blood return or drug backflow

• Eliminates:
   • Concerns of a bolus
   • Overflow
   • Overdose or runaway infusion

Quality Design:
• Made in the USA with highest level of
  quality control for defect-free product

• No sensitive electric parts

• Reliable system, consistent infusions

Versatile:
• Can be used for various administrations

• Precision tubing sets from F0.5 - F2400

Other Products:

Weight:
Length:

Width:
Height:

12 oz (0.34 kg)
Closed: 9”  (229 mm)
Extended: 11.75” (299 mm)
3.25”  (83 mm)
1.5” (38 mm)

System:
Accuracy: +/- 15%
Residual volume: <0.4 ml

Syringe:
Reservoir volume: 20 ml/30 ml (max)
(20 ml or 30 ml BD® syringes)

Technical Specs

FreedomEdge® Syringe Driver 
with Travel Pouch
Replacement Travel Pouch - blue

Item #:Product Description:
F10020

347400

Ordering Information

FREEDOM60® Syringe Infusion System
for larger infusion doses, BD® 50 ml syringe

HIgH-Flo Subcutaneous Safety Needle Sets™
available in 24G and 26G, 4 mm-14 mm lengths
and 1-6 needle leg sets

Precision Flow Rate Tubing™
for flow rates from F0.5 - F2400

24” Extension Tubing Set (FEXT)
for those who need a longer length

The FREEDOM60® and FreedomEdge® Syringe Infusion Systems, Precision Flow Rate Tubing™, and HIgH-Flo Subcutaneous Safety
Needle Sets™ are trademarks of KORU Medical Systems and are compliant with Medical Device Directive 93/42/EEC. KORU
Medical Systems is ISO 13485 certified. ©2019 KORU Medical Systems; All Rights Reserved.  FE_FL_TechSheet_03-4013vC

845•469•2042  |  korumedical.com  |  @korumedical

Syringe Driver:

Produktübersicht

Artikel Art.-Nr.
1  FreedomEdge Spritzeninfusionspumpe mit Transportbeutel F10020
2  Ersatz-Transportbeutel (blau) 347400

Product Listing

2-Needle Sets
box of 10       
Length Item #

24 Gauge Needle Sets:

Low Residual Volume 
Y-Connector

LRVY Box/50
Item #

FEXT Box/20
Item #

24”  Tubing 
Extender

Related Options:

Low Flow Rate Kit
Item #  L20KT
Contains:  (3) F30
(2) F45    (8) F60
(4) F120   (3) F180

Contains:   (2) F275
(5) F600   (5) F900
(4) F1200  (4) F2400

High Flow Rate Kit
Item #  H20KTItem #

F8
F10
F15

F3
F3.8
F5

F0.5
F1
F2

Very Low Flow
Item #

F120
F180

F30
F45
F60

Low Flow
Item # F600

F900
F1200
F2400

F275
F420
F500

High Flow

SCIg Flow Rate Tubing Item Numbers:

s l ow flow moderate flow rapid flow

Most Common Flow Rate Tubing

 F275   F420   F500   F600   F900   F1200   F2400

(4-Needle Set)

Actual Needle Lengths (26g):

3-Needle Sets
box of 10       
Length Item #

4-Needle Sets
box of 10       
Length Item #

5-Needle Sets
box of 10      
Length Item #

6-Needle Sets
box of 10
Length Item # 

26 Gauge Needle Sets:
1-Needle Sets
box of 20       
Length Item #

3-Needle Sets
box of 10       
Length Item #

2-Needle Sets
box of 10       
Length Item #

4-Needle Sets
box of 10       
Length Item #

1-Needle Sets
box of 20       
Length Item #

FREEDOM60® Syringe Driver 
with Travel Pouch

Replacement Travel Pouch (grey) 
Zebra Print Travel Pouch (pattern)

F10050

345400
F10080

Item #
FreedomEdge® Syringe Driver  
with Travel Pouch

Replacement Travel Pouch 
(grey)

F10020

347400

Item #

The FREEDOM60® and FreedomEdge® Syringe Infusion Systems, Precision Flow Rate Tubing™ and HIgH-Flo Subcutaneous Safety Needle Sets™
are registered trademarks of KORU Medical Systems and are compliant with Medical Device Directive 93/42/EEC. KORU Medical Systems is
ISO 13485 certified. © 2019 KORU Medical Systems; All Rights Reserved.   KORU_BR_FreedomInfSys_03-10030vB

RMS42406
RMS42409
RMS42412

RMS32406
RMS32409
RMS32412
RMS32414

RMS22406
RMS22409
RMS22412
RMS22414

6mm
  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

6mm
  9mm
12mm
14mm

RMS12406
RMS12409
RMS12412
RMS12414

6mm
  9mm
12mm
14mm

6mm
  9mm
12mm FREEDOM

Integrated
Infusion System 

RMS12604
RMS12606
RMS12609
RMS12612
RMS12614 

RMS22604
RMS22606
RMS22609
RMS22612
RMS22614 

RMS42604
RMS42606
RMS42609
RMS42612
RMS42614 

RMS52604
RMS52606
RMS52609
RMS52612
RMS52614 

RMS32604
RMS32606
RMS32609
RMS32612
RMS32614 

RMS62604
RMS62606
RMS62609
RMS62612
RMS62614

Enhancing Patient Outcomes
845•469•2042
korumedical.com

1 2

Artikel Stk. Länge Art.-Nr.

1-Nadelset 20 4 mm RMS12604

6 mm RMS12606

9 mm RMS12609

12 mm RMS12612

14 mm* RMS12614

2-Nadelset 10 4 mm RMS22604

6 mm RMS22606

9 mm RMS22609

12 mm RMS22612

14 mm* RMS22614

3-Nadelset 10 4 mm* RMS32604

6 mm* RMS32606

9 mm RMS32609

12 mm RMS32612

14 mm* RMS32614

4-Nadelset 10 4 mm RMS42604

6 mm RMS42606

9 mm RMS42609

12 mm RMS42612

14 mm* RMS42614

5-Nadelset 10 4 mm* RMS52604

6 mm* RMS52606

9 mm* RMS52609

12 mm* RMS52612

14 mm* RMS52614

6-Nadelset 10 4 mm* RMS62604

6 mm* RMS62606

9 mm* RMS62609

12 mm* RMS62612

14 mm* RMS62614

26G Nadelsets

Product Listing

2-Needle Sets
box of 10       
Length Item #

24 Gauge Needle Sets:

Low Residual Volume 
Y-Connector

LRVY Box/50
Item #

FEXT Box/20
Item #

24”  Tubing 
Extender

Related Options:

Low Flow Rate Kit
Item #  L20KT
Contains:  (3) F30
(2) F45    (8) F60
(4) F120   (3) F180

Contains:   (2) F275
(5) F600   (5) F900
(4) F1200  (4) F2400

High Flow Rate Kit
Item #  H20KTItem #

F8
F10
F15

F3
F3.8
F5

F0.5
F1
F2

Very Low Flow
Item #

F120
F180

F30
F45
F60

Low Flow
Item # F600

F900
F1200
F2400

F275
F420
F500

High Flow

SCIg Flow Rate Tubing Item Numbers:

s l ow flow moderate flow rapid flow

Most Common Flow Rate Tubing

 F275   F420   F500   F600   F900   F1200   F2400

(4-Needle Set)

Actual Needle Lengths (26g):

3-Needle Sets
box of 10       
Length Item #

4-Needle Sets
box of 10       
Length Item #

5-Needle Sets
box of 10      
Length Item #

6-Needle Sets
box of 10
Length Item # 

26 Gauge Needle Sets:
1-Needle Sets
box of 20       
Length Item #

3-Needle Sets
box of 10       
Length Item #

2-Needle Sets
box of 10       
Length Item #

4-Needle Sets
box of 10       
Length Item #

1-Needle Sets
box of 20       
Length Item #

FREEDOM60® Syringe Driver 
with Travel Pouch

Replacement Travel Pouch (grey) 
Zebra Print Travel Pouch (pattern)

F10050

345400
F10080

Item #
FreedomEdge® Syringe Driver  
with Travel Pouch

Replacement Travel Pouch 
(grey)

F10020

347400

Item #

The FREEDOM60® and FreedomEdge® Syringe Infusion Systems, Precision Flow Rate Tubing™ and HIgH-Flo Subcutaneous Safety Needle Sets™
are registered trademarks of KORU Medical Systems and are compliant with Medical Device Directive 93/42/EEC. KORU Medical Systems is
ISO 13485 certified. © 2019 KORU Medical Systems; All Rights Reserved.   KORU_BR_FreedomInfSys_03-10030vB

RMS42406
RMS42409
RMS42412

RMS32406
RMS32409
RMS32412
RMS32414

RMS22406
RMS22409
RMS22412
RMS22414

6mm
  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

4mm
6mm

  9mm
12mm
14mm

6mm
  9mm
12mm
14mm

RMS12406
RMS12409
RMS12412
RMS12414

6mm
  9mm
12mm
14mm

6mm
  9mm
12mm FREEDOM

Integrated
Infusion System 

RMS12604
RMS12606
RMS12609
RMS12612
RMS12614 

RMS22604
RMS22606
RMS22609
RMS22612
RMS22614 

RMS42604
RMS42606
RMS42609
RMS42612
RMS42614 

RMS52604
RMS52606
RMS52609
RMS52612
RMS52614 

RMS32604
RMS32606
RMS32609
RMS32612
RMS32614 

RMS62604
RMS62606
RMS62609
RMS62612
RMS62614

Enhancing Patient Outcomes
845•469•2042
korumedical.com

Beispielabbildung:
4-Nadelset

24G Nadelsets

Artikel Stk. Länge Art.-Nr.

1-Nadelset 20 6 mm RMS12406

9 mm RMS12409

12 mm RMS12412

14 mm RMS12414

2-Nadelset 10 6 mm RMS22406

9 mm RMS22409

12 mm RMS22412

14 mm RMS22414

3-Nadelset 10 6 mm* RMS32406

9 mm* RMS32409

12 mm* RMS32412

14 mm* RMS32414

4-Nadelset 10 6 mm* RMS42406

9 mm* RMS42409

12 mm* RMS42412

Alternative Optionen

Artikel Stk. Art.-Nr.
1  Low Residual Volume 

Y-Connector
50 LRVY

2  24" Tubing Extender 20 FEXT

1
2

Aktuelle Nadellängen (26 g):
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* längere Lieferzeiten

Product Listing

2-Needle Sets
box of 10       
Length Item #

24 Gauge Needle Sets:

Low Residual Volume 
Y-Connector

LRVY Box/50
Item #

FEXT Box/20
Item #

24”  Tubing 
Extender

Related Options:

Low Flow Rate Kit
Item #  L20KT
Contains:  (3) F30
(2) F45    (8) F60
(4) F120   (3) F180

Contains:   (2) F275
(5) F600   (5) F900
(4) F1200  (4) F2400

High Flow Rate Kit
Item #  H20KTItem #

F8
F10
F15

F3
F3.8
F5

F0.5
F1
F2

Very Low Flow
Item #

F120
F180

F30
F45
F60

Low Flow
Item # F600

F900
F1200
F2400

F275
F420
F500

High Flow

SCIg Flow Rate Tubing Item Numbers:

s l ow flow moderate flow rapid flow

Most Common Flow Rate Tubing

 F275   F420   F500   F600   F900   F1200   F2400

(4-Needle Set)

Actual Needle Lengths (26g):

3-Needle Sets
box of 10       
Length Item #

4-Needle Sets
box of 10       
Length Item #

5-Needle Sets
box of 10      
Length Item #

6-Needle Sets
box of 10
Length Item # 

26 Gauge Needle Sets:
1-Needle Sets
box of 20       
Length Item #

3-Needle Sets
box of 10       
Length Item #

2-Needle Sets
box of 10       
Length Item #

4-Needle Sets
box of 10       
Length Item #

1-Needle Sets
box of 20       
Length Item #

FREEDOM60® Syringe Driver 
with Travel Pouch

Replacement Travel Pouch (grey) 
Zebra Print Travel Pouch (pattern)

F10050

345400
F10080

Item #
FreedomEdge® Syringe Driver  
with Travel Pouch

Replacement Travel Pouch 
(grey)

F10020

347400

Item #

The FREEDOM60® and FreedomEdge® Syringe Infusion Systems, Precision Flow Rate Tubing™ and HIgH-Flo Subcutaneous Safety Needle Sets™
are registered trademarks of KORU Medical Systems and are compliant with Medical Device Directive 93/42/EEC. KORU Medical Systems is
ISO 13485 certified. © 2019 KORU Medical Systems; All Rights Reserved.   KORU_BR_FreedomInfSys_03-10030vB
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FEXT Box/20
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Extender
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Low Flow Rate Kit
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Zebra Print Travel Pouch (pattern)
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with Travel Pouch
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(grey)
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Artikelnummern für SCIg Durchflussschläuche:
Die gängigsten Durchflussschläuche

F275 F420 F500 F600 F900 F1200 F2400

slow flow moderate flow rapid flow

Artikel Art.-Nr.

Very Low Flow F0,5* F1* F2* F3* F3,8* F5 F8* F10* F15*

Low Flow F30* F45* F60* F120 F180*

High Flow F275 F420 F500 F600 F900 F1200 F2400

Low Flow Rate Kit L20KT* (enthält 3 × F30, 2 × F45, 8 × F60, 4 × F120, 3 × F180)

High Flow Rate Kit H20KT (enthält 2 × F275, 5 × F600, 5 × F900, 4 × F1200, 4 × F2400)

Präzisionsschlauch-Artikelnummern spiegeln nicht ml/h wieder.

So erreichen Sie  
das DiaExpert Team:

Kostenlose Servicenummer
0800 1472587
Mo – Fr: 8.00 – 17.30 Uhr

koru@diaexpert.com

www.freedom-systems-deutschland.de

DiaExpert GmbH
Höchster Straße 82
65835 Liederbach

Hinweis: Der Inhalt wurde aus dem Marketingmaterial von KORU Medical 
Systems übernommen – die Übersetzung erfolgte durch DiaExpert. Vor  
dem Gebrauch bitte stets die Gebrauchsanweisung des Produktes  
beachten.

The Freedom60® and FreedomEdge® Syringe Infusion Systems, Precision 
Flow Rate Tubing™ and HIgH-Flo Subcutaneous Safety Needle Sets™ are 
registered trademarks of KORU Medical Systems. All other trademarks 
are the property of their respective owners. ©2021 KORU Medical Systems;  
All Rights Reserved.


