
Einfach und sicher zu Hause verabreichen

Mehr Freiheit  
und Flexibilität
Immunglobulin-Therapie  
mit subkutaner Infusion



Neue Möglichkeiten in der  
Immunglobulin-Ersatztherapie

Die Koru Freedom Infusionssysteme bieten Ihnen neue und optimierte Lösungen für Ihre Immunglobulin-
Therapie. Mussten Sie bisher für jede intravenöse Infusion in eine Klinik, so haben Sie nun die Möglichkeit, 
die Infusion nach ausführlicher Schulung subkutan und ganz entspannt zu Hause durchzuführen.

Die Vorteile der Koru Freedom  
Infusionssysteme für subkutane Infusion

+ Mehr Flexibilität und höhere Lebensqualität, 
denn die Infusion kann sicher zu Hause und 
nach Ihrem Zeitplan verabreicht werden

+ Für die vollständig mechanischen Infusions-
systeme benötigen Sie keine Batterien, Strom 
oder Programmierung

+ Ideal durch die einfache Bedienung ohne Tas-
ten oder Schalter

+ Mehr Unabhängigkeit und Mobilität mit dem 
bequemen tragbaren System

• Entwickelt für einen konstanten Infusionsfluss ohne Überdosierung von Medikamenten
• Geringe Restmengen durch präzise Schlauchabmessungen, die helfen, die gewünschte Flussrate  

zu erreichen
• Notfallklemme in jedem Set enthalten
• Hergestellt in den USA unter höchsten Qualitätsstandards

Das Precision Flow Rate Schlauchsystem – 
sicher und akkurat

Product Listing
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Low Flow Rate Kit
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SCIg Flow Rate Tubing Item Numbers:

s l ow flow moderate flow rapid flow

Most Common Flow Rate Tubing

 F275   F420   F500   F600   F900   F1200   F2400

(4-Needle Set)

Actual Needle Lengths (26g):

3-Needle Sets
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26 Gauge Needle Sets:
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FREEDOM60® Syringe Driver 
with Travel Pouch

Replacement Travel Pouch (grey) 
Zebra Print Travel Pouch (pattern)
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with Travel Pouch

Replacement Travel Pouch 
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Item #
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Luer-Scheibe
verhindert Kontamination  
(Koru Freedom Infusionssysteme 
sind so konzipiert, dass sie nur 
funktionieren, wenn ein Set mit 
dieser Scheibe vorhanden ist.)

Anschluss für  
die Spritze

Abschlusskappe
schützt und verhindert  
Verunreinigung

Verschlusskappe
schützt und verhindert  
Verunreinigung

Luer-Anschluss
Verbindung zum Nadelset

Notfallklemme mit Flussratennummer
Stoppt bei Bedarf den Infusionsfluss sofort 



Koru Freedom Infusionssysteme

Bequeme, einfach zu bedienende Pumpensysteme

Die Koru Freedom Infusionssysteme sind einfach und in nur 3 Schritten einsatzbereit.

Ansprechende, ausgewogene Infusionen

Wussten Sie, dass die Technik der Freedom Infusions-
pumpen so konzepiert ist, dass die Infusion ver-
langsamt wird, je nachdem, wie gut Ihr Körper die 
Medikamente aufnimmt? Dieser Vorgang, bekannt als DynEQ® (Dynamic equilibrium), reagiert auf den Druck-
anstieg an der Infusionsstelle, um einen sicheren Druck während der gesamten Infusion zu gewährleisten.

Die Freedom60 hat eine Füllmenge von 50 ml und 
wird üblicherweise für größere Dosierungen mit 
einer oder mehreren Spritzen verwendet.

2  Laden 3  Starten1  Drehen
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Die FreedomEdge hat eine Füllmenge von 20 oder 
30 ml und wird üblicherweise für kleinere Dosierun-
gen mit einer oder mehreren Spritzen verwendet.

2  Schließen 3  Starten1  Laden



Optimierung Ihrer Infusionserfahrung

Die Optimierung von Infusionen ist durch mehrere Variablen möglich. Wählen Sie
• die Infusionsstelle und das Infusionsvolumen pro Stelle
• die optimale Nadellänge im Verhältnis zur Menge des subkutanen Gewebes und der Körperform
• die Anzahl der Nadeln
• die Durchflussrate der Infusion
• die Parameter für die Erst- und Folgeinfusion (Prüfen Sie immer die Packungsbeilage Ihres Medika-

ments für Dosierungsinformationen.)

Vermeiden von Hautreaktionen

Versuchen Sie es mit einer längeren Nadel
Wenn die gewählte Nadel zu kurz ist und die Öffnung zu nahe an 
der Lederhaut liegt, kann es zu Reizungen und Leckagen kommen. 
Generell gilt: Kleinkinder verwenden 4 mm, Kinder (bis 9 Jahre) und 
Patienten mit extrem wenig Körperfettanteil verwenden 6 mm, 
über 9-Jährige und Erwachsene verwenden 9 mm und/oder 12 mm 
und Patienten mit viel Körperfettanteil verwenden 14 mm.

Zusätzliche Infusionsstellen
Erwägen Sie das Hinzufügen von Infusionsstellen, um die Medika-
mentenmenge pro Stelle zu verteilen. Achten Sie auf die Auswahl 
von Stellen, die über eine ausreichende Menge 
an subkutanem Gewebe verfügen. Vermeiden  
Sie Narbengewebe, Muskeln, verhärtete oder 
gequetschte Stellen. Wechseln Sie die Infu-
sionsstellen, wenn dies von Ihrem Arzt emp-
fohlen wird. 

Achten Sie darauf, dass die Nadel beim Einstechen trocken ist
Patienten haben festgestellt, dass das Einführen von Nadeln mit austretendem Medikament die Haut 
reizen kann. Wenn das Medikament an der Nadelspitze austritt, fassen Sie die Nadel nicht an. Lassen Sie 
die Nadel vor dem Einstechen einige Minuten lang trocknen.

Precision Tubing
Precision Flow Rate Tubing™ controls your �ow rate and infusion time.
Each tubing set provides a di�erent level of �ow restriction. This, plus
the viscosity of the drug, provides a precise delivery for predictable 
and consistent infusions.

We o�er twenty variations of Precision tubing, so that you can get
the infusion rate you need. Ask your healthcare provider to help
determine which �ow rate tubing is best for you.

Do not connect your HIgH·Flo safety needle set directly to 
the syringe without a Precision �ow rate tubing set attached. 

Don’t forget your Precision!
HIgH-Flo needles are available in 26 and 24 gauge for
maximum comfort and �ow. We o�er lengths from 4 mm
to 14 mm in con�gurations of 1 to 6 needle sets.

Options for every ‘body’

SubQ Flow Rate Tubing Item Numbers:
Most Common Flow Rates

 F275   F420   F500   F600   F900   F1200   F2400

Speci�cally made for subcutaneous administration, our HIgH-Flo
Subcutaneous Safety Needle Sets™ are designed for greater comfort
and dependable �ow throughout a patient’s infusion.

HIgH-Flo Needles

Connect tubing luer to syringeConnect tubing to needles

luer disc

End cap protects
and prevents
contamination.

Male luer connects
to female luer of 
needle set.

This end
connects
to the syringe.

Luer disc helps prevent
contamination. KORU
Freedom Syringe
Drivers will only work
if a tubing set with
this disc is present.

Emergency slide clamp with
printed �ow rate stops �ow
immediately, if needed.

Custom luer consistently
provides even �ow to
every infusion site.

20” tubing (26G) for
fewer tangles and
lower residual volume.

Safety closure
reduces the risk of
needle stick injuries.Flexible wing hinge bends to

�t your body without tenting
for greater site comfort.

Needle tip has a backcut
design, resulting in less
tearing of the skin.

HIgH-Flo
incision

other brand
incision

Emergency
slide clamp

Needle shield protects
tip from damage. 

Y-Connector
combines sets
up to 8 sites and
enables infusing
with two di�erent
needle lengths.

3M Tegaderm™
dressing, included
with all sets.

actual 26G
needle sizes

26G set options

 1-Needle  2-Needles 3-Needles  4-Needles  5-Needles  6-Needle Set

24G set options

 1-Needle  2-Needles 3-Needles  4-Needles

Q. Is my Freedom pump working? How can I tell if I am infusing?
A. Note the start time of the infusion and watch that the syringe plunger
moves in accordance with your estimated infusion time. If you expect
your dose to take 1 hour, then after 15 minutes, 1/4 of your dose should
be complete. If there is any doubt, please ask your healthcare provider.

Q. What applications can the FreedomEdge be used for?
A. The FreedomEdge can be used to administer intravenous antibiotics
and subcutaneous medications that will �t in a 20 or 30 ml syringe.
For further details, please see the Indications for Use provided in the
FreedomEdge Instructions for Use.

Q. How do I administer smaller or larger amount of �uid?
A. For smaller volumes, the system will automatically adjust to whatever
amount is contained in the syringe. If a dose is larger than 30 ml, you 
can load an additional syringe using the same tubing and needle set. 

Q. What if I want my infusion to go faster?
A. Talk with your healthcare provider to see if a change in ancillary
supplies is appropriate. You may consider trying a faster �ow rate
tubing set and/or adding an infusion site.

Q. Does the FreedomEdge need maintenance?
A. The FreedomEdge’s design is made to withstand day-to-day home
use without any scheduled maintenance. In addition, there are no user
serviceable parts inside. You should never attempt to open the rear
housing or interfere with the syringe pusher of the FreedomEdge. If
you experience a problem with your syringe driver, talk to your
healthcare provider.

Q. How do I clean the FreedomEdge?
A. You can use a soft cloth dampened with a weak mixture of mild
detergent and warm water (minimum ratio of 1 part detergent to 50
parts water by volume) to wipe areas that are accessible. Refer to
the Instructions for Use for the full cleaning procedure.

Q. What is the temperature range that I can infuse in?
A. For accuracy and safety, most medications must be delivered at
room temperature, but make sure to check the drug’s package insert.

Q. What a�ects the �ow rate of the FreedomEdge?
A. The two main factors are the diameter of the tubing and the
viscosity of the �uid. Flow rates can also be a�ected by temperature,
patient conditions, height di�erences between the system and
infusion site, and excessive motion during infusion.

Q. Why are they called HIgH-Flo “safety” needle sets?
A. The butter�y wings 'snap shut' at the ends, to cover the
needle after use. This feature is designed to help prevent
accidental needle-stick injuries.

press here
to snap shut

Freedom Q&A
Q. How can I �nd my best infusion sites?
A. Simply time your infusions. Note how long the �rst half of
your dose takes, and then the second half. Compare both times.
If the second half takes longer, you may be able to �nd sites
that accept the drug more easily. If the two times are almost
equal, it means your sites are accepting the drug well, and the
site pressure is not increasing over the duration of your infusion.

Swelling, pain or redness at the site
Numerous factors may contribute to infusion site reactions, such as:
needle tip design, length, number of sites, �ow rate, and dressing/covering.
1.  Be sure to insert your subQ needles dry. Medication can irritate the skin.
2.  Assure that the needles you are using are the correct length so that
they reach your subQ layer.
3.  Ask your provider about trying a slower rate tubing set, especially for
your �rst few infusions. 
4.  If you’ve been having di�culty with rotating sites, consider returning
to the sites that work best for you. Talk to your provider about options.

Syringe will not load or remove from the syringe driver
You should not need to use signi�cant force to load/remove a syringe.
1. Make sure the top lid is fully open.
2. If you still have di�culty, use one hand to slide back the syringe locator.

Syringe is not properly seated in the driver nose
1.  Make sure you have not attached the HIgH-Flo needle set directly
to the syringe.

2. Check that you are using a Precision tubing set (with the luer disc). 
3. Make sure that the luer disc at the end of the tubing is properly
seated in the nose of the syringe driver.

Troubleshooting No �ow
1.  Make sure all slide clamps are open (unclamped). NOTE: A slide clamp
should only be used in the case of an emergency to stop �ow immediately.
2.  Use sterile procedures to disconnect the tubing set from the needle set
and check for medication drip. If medication drips from the tubing, it may
be a problem with the needle set. If the medication does not drip, replace
the tubing as it may be damaged.
3. With the FreedomEdge empty, open and close
the lid, watching that the syringe pusher slides
freely and does not bind.

Slow �ow
1.  Con�rm you are using the correct size syringe.
30 ml syringes �ow approximately 20% slower
than 20 ml syringes on the same Precision �ow rate tubing.
2. Administration may be slow based on how well the medication is
absorbed through your tissue. If this is your �rst subQ infusion, it may take
longer than expected because your body may need to adjust.
3.  Avoid placing needles near/on top of areas of scar tissue or muscle.
4. It is possible you may need more sites, longer needles or a faster
�ow rate tubing set.

Leakage at the site
There are several factors to consider when overcoming drug leakage,
including: needle length, location of infusion sites, number of infusion sites,
�ow rate and needle dressing.
1.  If the selected needle is too short, leaking at the site may occur. Talk
to your healthcare provider about trying a longer needle.
2.  It is important that the site(s) you choose have a good amount of
subQ tissue. Ask your healthcare provider if changing infusion sites and/or
increasing sites would be bene�cial.
3.  You may want to try a slower �ow rate tubing set. Ask your healthcare
provider about your options.
4.  Ensure you are using infusion site dressing to hold the needle in place.

syringe pusher

Quality of life can be enhanced with the proper training and
ancillary supplies. Infusion optimization is possible through several
variables. Some variables that impact patient tolerability include:   
   • Infusion site selection and volume infused per site
   • Optimal needle length in relation to the amount 
     of subQ tissue and body shape
   • Number of needles
   • Infusion �ow rate
   • Pump type (mechanical vs. electrical)
   • Initial vs. subsequent infusion parameters (Always check
      your drug package insert for dosing information)

SubQ Injection Sites
The abdomen is the most common place to infuse, but ask your
provider about your best site options.

Some medications require that sites be at least 2 inches (5 cm) apart -
check your package insert. Needles should be dry and inserted at a
90° angle. Talk to your healthcare provider about if and how to rotate
infusion sites to �nd your best results. 

back of arms abdomen thighsside of upper hip

Optimizing your Infusion Experience

Minimizing Site Reactions

Inquire about adding/changing infusion sites
Consider adding infusion sites to spread out the
medication volume per site. Make sure to select
sites that have an adequate amount of subQ
tissue. Avoid scar tissue, muscle, hardened or
bruised areas. Rotate infusion sites if recommended by your
healthcare provider. Periodically returning to sites that worked
well in the past may provide best results.

Ask to try a slower �ow rate tubing
Selecting the proper Precision Flow Rate Tubing is important when
starting your therapy. It may be trial and error to �nd which �ow
rate works best for you.
 � For patients who want to decrease overall infusion time,
   increasing the �ow rate is recommended.
 � For patients experiencing site reactions, it is recommended
   to decrease the �ow rate.

NOTE:
• Always refer to your drug package insert for initial dosing parameters
  and special instructions.
• Site reactions in new patients will typically diminish over time as the 
  subQ depots become more developed.

Did you know that Freedom syringe drivers are designed to slow down
the infusion based on how well your body absorbs medication? This
bene�t, known as DynEQ® (Dynamic equilibrium), responds to infusion
site pressure build-up to deliver a safe pressure throughout the infusion.

A Balanced Infusion

Be sure the needle is dry upon insertion
Patients have found that inserting needles wet with
medication can be irritating to the skin. Inserting the
needles dry may result in less pain and irritation. If any
medication gets on the needle tip, do not touch the
needle. Allow the needle to dry for a few minutes before insertion.

Be aware of dressing/tape sensitivities
If you are a patient with dry or sensitive skin and �nd that the 3M
Tegaderm™ (included with HIgH-Flo needle sets) is irritating, you may
need to try di�erent dressings, paper tape, or a cloth wrap. Ask your
provider for suggestions.
 � To avoid skin irritation and release the Tegaderm adhesive, pull
   and stretch it out horizontally parallel to skin. Any redness to the
   skin should be temporary.

Consider trying a longer needle
If the selected needle is too short and the
opening is too close to the dermis, site
irritation and leaking may occur.

Generally: small children use 4 mm, children (up
to age 9) and patients with extremely low body
fat use 6 mm, over age 9 and adults use 9 mm
and/or 12 mm, and very large adults use 14 mm.

Connect with KORU

The FREEDOM60® and FreedomEdge® Syringe Infusion Systems, Precision Flow Rate Tubing™ and HIgH-Flo
Subcutaneous Safety Needle Sets™ are registered trademarks of KORU Medical Systems and are compliant with
Medical Device Directive 93/42/EEC. All other trademarks are the property of their respective owners. KORU Medical
Systems is ISO 13485 certi�ed. ©2021 KORU Medical Systems; All Rights Reserved. FE_MS_SubqInfusionMat_03-4012vE
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KORU is a Proud Sponsor of the IDF

Q. When would I use HIgH-Flo 24 gauge needles vs. 26 gauge?
A. 26G is su�cient to administer a 20% solution (i.e. Cuvitru® and
Hizentra®), depending on system con�guration. To achieve faster �ow
rates, a 24G needle would be recommended. Always refer to the drug
manufacturer’s package insert for infusion parameters.

Q. What is the least painful way to insert HIgH-Flo needles?
                       A. Many patients tell us that they grab the wings 
                      above the needle, tightly pinch the skin at the site 
                      close together between their �ngers, and insert the 
                      needle straight into the pinched area with a dart-like
                      motion. HIgH-Flo butter�y wings are very �exible,
                      making this procedure easy.
Each site should be about 2” (5 cm) apart and needles should be inserted
at a 90° angle. Make sure any alcohol has evaporated o� your sites, and
insert all needles dry. If needed, talk to your healthcare provider about
trying a premedication.

Q. What �ow rates are currently available?
A. We o�er 20 �ow rates, suitable for delivering IgG and antibiotics, for
a variety of time frames ranging from a few minutes to days. Talk to
your healthcare provider to determine what �ow rate works best for you.

Q. Why can’t I connect the needle set directly to the syringe?
A. You need a restrictive tubing with a disc luer. This ensures that your
infusion is delivered at a controlled rate, and that the syringe stays
properly seated in the driver.

Q. Is there a best way to remove the needles and dispose of them
when I am done with an infusion?
A. If you are unsure of how to handle used needles, ask your healthcare
provider to demonstrate. HIgH-Flo has built-in safety. Just 'snap shut' by
pressing the wings together at ends to entrap the needle and then
dispose of the set. Needle sets should be disposed of in a standard
sharps container.

NOTE: For complete instructions, please refer to
the FreedomEdge Instructions For Use.

korumedical.com/freedomedgeifu

luer disc

Precision Tubing
Precision Flow Rate Tubing™ controls your �ow rate and infusion time.
Each tubing set provides a di�erent level of �ow restriction. This, plus
the viscosity of the drug, provides a precise delivery for predictable 
and consistent infusions.

We o�er twenty variations of Precision tubing, so that you can get
the infusion rate you need. Ask your healthcare provider to help
determine which �ow rate tubing is best for you.

Do not connect your HIgH·Flo safety needle set directly to 
the syringe without a Precision �ow rate tubing set attached. 

Don’t forget your Precision!
HIgH-Flo needles are available in 26 and 24 gauge for
maximum comfort and �ow. We o�er lengths from 4 mm
to 14 mm in con�gurations of 1 to 6 needle sets.

Options for every ‘body’

SubQ Flow Rate Tubing Item Numbers:
Most Common Flow Rates

 F275   F420   F500   F600   F900   F1200   F2400

Speci�cally made for subcutaneous administration, our HIgH-Flo
Subcutaneous Safety Needle Sets™ are designed for greater comfort
and dependable �ow throughout a patient’s infusion.

HIgH-Flo Needles

Connect tubing luer to syringeConnect tubing to needles

luer disc

End cap protects
and prevents
contamination.

Male luer connects
to female luer of 
needle set.

This end
connects
to the syringe.

Luer disc helps prevent
contamination. KORU
Freedom Syringe
Drivers will only work
if a tubing set with
this disc is present.

Emergency slide clamp with
printed �ow rate stops �ow
immediately, if needed.

Custom luer consistently
provides even �ow to
every infusion site.

20” tubing (26G) for
fewer tangles and
lower residual volume.

Safety closure
reduces the risk of
needle stick injuries.Flexible wing hinge bends to

�t your body without tenting
for greater site comfort.

Needle tip has a backcut
design, resulting in less
tearing of the skin.

HIgH-Flo
incision

other brand
incision

Emergency
slide clamp

Needle shield protects
tip from damage. 

Y-Connector
combines sets
up to 8 sites and
enables infusing
with two di�erent
needle lengths.

3M Tegaderm™
dressing, included
with all sets.

actual 26G
needle sizes

26G set options

 1-Needle  2-Needles 3-Needles  4-Needles  5-Needles  6-Needle Set

24G set options

 1-Needle  2-Needles 3-Needles  4-Needles

Q. Is my Freedom pump working? How can I tell if I am infusing?
A. Note the start time of the infusion and watch that the syringe plunger
moves in accordance with your estimated infusion time. If you expect
your dose to take 1 hour, then after 15 minutes, 1/4 of your dose should
be complete. If there is any doubt, please ask your healthcare provider.

Q. What applications can the FreedomEdge be used for?
A. The FreedomEdge can be used to administer intravenous antibiotics
and subcutaneous medications that will �t in a 20 or 30 ml syringe.
For further details, please see the Indications for Use provided in the
FreedomEdge Instructions for Use.

Q. How do I administer smaller or larger amount of �uid?
A. For smaller volumes, the system will automatically adjust to whatever
amount is contained in the syringe. If a dose is larger than 30 ml, you 
can load an additional syringe using the same tubing and needle set. 

Q. What if I want my infusion to go faster?
A. Talk with your healthcare provider to see if a change in ancillary
supplies is appropriate. You may consider trying a faster �ow rate
tubing set and/or adding an infusion site.

Q. Does the FreedomEdge need maintenance?
A. The FreedomEdge’s design is made to withstand day-to-day home
use without any scheduled maintenance. In addition, there are no user
serviceable parts inside. You should never attempt to open the rear
housing or interfere with the syringe pusher of the FreedomEdge. If
you experience a problem with your syringe driver, talk to your
healthcare provider.

Q. How do I clean the FreedomEdge?
A. You can use a soft cloth dampened with a weak mixture of mild
detergent and warm water (minimum ratio of 1 part detergent to 50
parts water by volume) to wipe areas that are accessible. Refer to
the Instructions for Use for the full cleaning procedure.

Q. What is the temperature range that I can infuse in?
A. For accuracy and safety, most medications must be delivered at
room temperature, but make sure to check the drug’s package insert.

Q. What a�ects the �ow rate of the FreedomEdge?
A. The two main factors are the diameter of the tubing and the
viscosity of the �uid. Flow rates can also be a�ected by temperature,
patient conditions, height di�erences between the system and
infusion site, and excessive motion during infusion.

Q. Why are they called HIgH-Flo “safety” needle sets?
A. The butter�y wings 'snap shut' at the ends, to cover the
needle after use. This feature is designed to help prevent
accidental needle-stick injuries.

press here
to snap shut

Freedom Q&A
Q. How can I �nd my best infusion sites?
A. Simply time your infusions. Note how long the �rst half of
your dose takes, and then the second half. Compare both times.
If the second half takes longer, you may be able to �nd sites
that accept the drug more easily. If the two times are almost
equal, it means your sites are accepting the drug well, and the
site pressure is not increasing over the duration of your infusion.

Swelling, pain or redness at the site
Numerous factors may contribute to infusion site reactions, such as:
needle tip design, length, number of sites, �ow rate, and dressing/covering.
1.  Be sure to insert your subQ needles dry. Medication can irritate the skin.
2.  Assure that the needles you are using are the correct length so that
they reach your subQ layer.
3.  Ask your provider about trying a slower rate tubing set, especially for
your �rst few infusions. 
4.  If you’ve been having di�culty with rotating sites, consider returning
to the sites that work best for you. Talk to your provider about options.

Syringe will not load or remove from the syringe driver
You should not need to use signi�cant force to load/remove a syringe.
1. Make sure the top lid is fully open.
2. If you still have di�culty, use one hand to slide back the syringe locator.

Syringe is not properly seated in the driver nose
1.  Make sure you have not attached the HIgH-Flo needle set directly
to the syringe.

2. Check that you are using a Precision tubing set (with the luer disc). 
3. Make sure that the luer disc at the end of the tubing is properly
seated in the nose of the syringe driver.

Troubleshooting No �ow
1.  Make sure all slide clamps are open (unclamped). NOTE: A slide clamp
should only be used in the case of an emergency to stop �ow immediately.
2.  Use sterile procedures to disconnect the tubing set from the needle set
and check for medication drip. If medication drips from the tubing, it may
be a problem with the needle set. If the medication does not drip, replace
the tubing as it may be damaged.
3. With the FreedomEdge empty, open and close
the lid, watching that the syringe pusher slides
freely and does not bind.

Slow �ow
1.  Con�rm you are using the correct size syringe.
30 ml syringes �ow approximately 20% slower
than 20 ml syringes on the same Precision �ow rate tubing.
2. Administration may be slow based on how well the medication is
absorbed through your tissue. If this is your �rst subQ infusion, it may take
longer than expected because your body may need to adjust.
3.  Avoid placing needles near/on top of areas of scar tissue or muscle.
4. It is possible you may need more sites, longer needles or a faster
�ow rate tubing set.

Leakage at the site
There are several factors to consider when overcoming drug leakage,
including: needle length, location of infusion sites, number of infusion sites,
�ow rate and needle dressing.
1.  If the selected needle is too short, leaking at the site may occur. Talk
to your healthcare provider about trying a longer needle.
2.  It is important that the site(s) you choose have a good amount of
subQ tissue. Ask your healthcare provider if changing infusion sites and/or
increasing sites would be bene�cial.
3.  You may want to try a slower �ow rate tubing set. Ask your healthcare
provider about your options.
4.  Ensure you are using infusion site dressing to hold the needle in place.

syringe pusher

Quality of life can be enhanced with the proper training and
ancillary supplies. Infusion optimization is possible through several
variables. Some variables that impact patient tolerability include:   
   • Infusion site selection and volume infused per site
   • Optimal needle length in relation to the amount 
     of subQ tissue and body shape
   • Number of needles
   • Infusion �ow rate
   • Pump type (mechanical vs. electrical)
   • Initial vs. subsequent infusion parameters (Always check
      your drug package insert for dosing information)

SubQ Injection Sites
The abdomen is the most common place to infuse, but ask your
provider about your best site options.

Some medications require that sites be at least 2 inches (5 cm) apart -
check your package insert. Needles should be dry and inserted at a
90° angle. Talk to your healthcare provider about if and how to rotate
infusion sites to �nd your best results. 

back of arms abdomen thighsside of upper hip

Optimizing your Infusion Experience

Minimizing Site Reactions

Inquire about adding/changing infusion sites
Consider adding infusion sites to spread out the
medication volume per site. Make sure to select
sites that have an adequate amount of subQ
tissue. Avoid scar tissue, muscle, hardened or
bruised areas. Rotate infusion sites if recommended by your
healthcare provider. Periodically returning to sites that worked
well in the past may provide best results.

Ask to try a slower �ow rate tubing
Selecting the proper Precision Flow Rate Tubing is important when
starting your therapy. It may be trial and error to �nd which �ow
rate works best for you.
 � For patients who want to decrease overall infusion time,
   increasing the �ow rate is recommended.
 � For patients experiencing site reactions, it is recommended
   to decrease the �ow rate.

NOTE:
• Always refer to your drug package insert for initial dosing parameters
  and special instructions.
• Site reactions in new patients will typically diminish over time as the 
  subQ depots become more developed.

Did you know that Freedom syringe drivers are designed to slow down
the infusion based on how well your body absorbs medication? This
bene�t, known as DynEQ® (Dynamic equilibrium), responds to infusion
site pressure build-up to deliver a safe pressure throughout the infusion.

A Balanced Infusion

Be sure the needle is dry upon insertion
Patients have found that inserting needles wet with
medication can be irritating to the skin. Inserting the
needles dry may result in less pain and irritation. If any
medication gets on the needle tip, do not touch the
needle. Allow the needle to dry for a few minutes before insertion.

Be aware of dressing/tape sensitivities
If you are a patient with dry or sensitive skin and �nd that the 3M
Tegaderm™ (included with HIgH-Flo needle sets) is irritating, you may
need to try di�erent dressings, paper tape, or a cloth wrap. Ask your
provider for suggestions.
 � To avoid skin irritation and release the Tegaderm adhesive, pull
   and stretch it out horizontally parallel to skin. Any redness to the
   skin should be temporary.

Consider trying a longer needle
If the selected needle is too short and the
opening is too close to the dermis, site
irritation and leaking may occur.

Generally: small children use 4 mm, children (up
to age 9) and patients with extremely low body
fat use 6 mm, over age 9 and adults use 9 mm
and/or 12 mm, and very large adults use 14 mm.
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Q. When would I use HIgH-Flo 24 gauge needles vs. 26 gauge?
A. 26G is su�cient to administer a 20% solution (i.e. Cuvitru® and
Hizentra®), depending on system con�guration. To achieve faster �ow
rates, a 24G needle would be recommended. Always refer to the drug
manufacturer’s package insert for infusion parameters.

Q. What is the least painful way to insert HIgH-Flo needles?
                       A. Many patients tell us that they grab the wings 
                      above the needle, tightly pinch the skin at the site 
                      close together between their �ngers, and insert the 
                      needle straight into the pinched area with a dart-like
                      motion. HIgH-Flo butter�y wings are very �exible,
                      making this procedure easy.
Each site should be about 2” (5 cm) apart and needles should be inserted
at a 90° angle. Make sure any alcohol has evaporated o� your sites, and
insert all needles dry. If needed, talk to your healthcare provider about
trying a premedication.

Q. What �ow rates are currently available?
A. We o�er 20 �ow rates, suitable for delivering IgG and antibiotics, for
a variety of time frames ranging from a few minutes to days. Talk to
your healthcare provider to determine what �ow rate works best for you.

Q. Why can’t I connect the needle set directly to the syringe?
A. You need a restrictive tubing with a disc luer. This ensures that your
infusion is delivered at a controlled rate, and that the syringe stays
properly seated in the driver.

Q. Is there a best way to remove the needles and dispose of them
when I am done with an infusion?
A. If you are unsure of how to handle used needles, ask your healthcare
provider to demonstrate. HIgH-Flo has built-in safety. Just 'snap shut' by
pressing the wings together at ends to entrap the needle and then
dispose of the set. Needle sets should be disposed of in a standard
sharps container.

NOTE: For complete instructions, please refer to
the FreedomEdge Instructions For Use.

korumedical.com/freedomedgeifu
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